Imaging ictal and interictal activity with Electrical Impedance Tomography (EIT) using intracranial electrode mats has been demonstrated in animal models of epilepsy. In human epilepsy subjects undergoing presurgical evaluation, depth electrodes are often preferred. The purpose of this work was to evaluate the feasibility of using EIT to localise epileptogenic areas with intracranial electrodes in humans. The accuracy of localisation of the ictal onset zone was evaluated in computer simulations using 9M element FEM models derived from three subjects. 5 mm radius perturbations imitating a single seizure onset event were placed in several locations forming two groups: under depth electrode coverage and in the contralateral hemisphere. Simulations were made for impedance changes of 1% expected for neuronal depolarisation over milliseconds and 10% for cell swelling over seconds. Reconstructions were compared with EEG source modelling for a radially orientated dipole with respect to the closest EEG recording contact. The best accuracy of EIT was obtained using all depth and 32 scalp electrodes, greater than the equivalent accuracy with EEG inverse source modelling. The localisation error was 5.2 AE 1.8, 4.3 AE 0 and 46.2 AE 25.8 mm for perturbations within the volume enclosed by depth electrodes and 29.6 AE 38.7, 26.1 AE 36.2, 54.0 AE 26.2 mm for those without (EIT 1%, 10% change, EEG source modelling, n ¼ 15 in 3 subjects, p < 0.01). As EIT was insensitive to source dipole orientation, all 15 perturbations within the volume enclosed by depth electrodes were localised, whereas the standard clinical method of visual inspection of EEG voltages, only localised 8 out of 15 cases. This suggests that adding EIT to SEEG measurements could be beneficial in localising the onset of seizures.
Introduction

Background
Epilepsy is one of the most common chronic neurological diseases (Ngugi et al., 2010) . Patients with focal epilepsy can potentially benefit from resective surgery if the epileptogenic zone can be clearly identified (Duncan et al., 2006) (Regesta and Tanganelli, 1999) . To describe this zone precisely, a multidisciplinary assessment is required, which may include prolonged scalp EEG with video telemetry, epilepsy protocol neuroimaging, neuropsychology and neuropsychiatry (NICE, 2016) (Duncan, 2011) . The estimated localisation accuracy of scalp EEG is limited to approximately 10-20 mm underneath the electrodes, and decreases significantly for deep sources (Merlet and Gotman, 1999) (Yvert et al., 1997) (Cuffin et al., 1991) (Cohen et al., 1990) .
Improved localisation is offered by intracranial EEG (Benbadis et al., 2005) , which has the highest spatiotemporal resolution among current clinical methods for seizure monitoring (Schindler et al., 2016) . The main intracranial EEG monitoring methods are subdural grids, strips (ECoG), and depth electrodes (stereo-EEG, SEEG). However, spatial sampling is limited to the cortical region adjacent to the electrodes. The ability to detect a seizure source depends on the distance of the source from the nearest contact. The sampled area for each contact is approximately a 5-mm-radius sphere around the contact boundary (von Ellenrieder et al., 2012) (Lachaux et al., 2003) . EEG detection also depends on the amplitude of the generator, as well as the orientation of the source, as a dipolar source will not register, if oriented tangentially to electrodes (Burle et al., 2015) (Ramantani et al., 2013) (Fisch, 2009) (Lüders, 2008) (Smith, 2005) (Teplan, 2002) (Ebersole, 1997) . Out of all invasive intracranial monitoring techniques, depth electrodes have been shown to carry the least risk for patients (Mullin et al., 2016) . Hence, when possible, SEEG has recently been favoured over ECoG (Jayakar et al., 2016) . However, the rates for postsurgical seizure freedom vary between 49% and 83% for temporal lobe epilepsy (de Tisi et al., 2011) (Murphy et al., 2010) , and 14.7% and 66% in extratemporal lobe epilepsy (McIntosh et al., 2012) (Jehi et al., 2009) . One reason for early seizure reoccurrence is an incomplete or inaccurate localisation of the onset (Ryvlin and Rheims, 2016) . Improvements in the localisation method could yield better patient outcomes.
Electrical Impedance Tomography (EIT) is an imaging technique where 3D images of internal conductivity changes in an object are reconstructed from boundary measurements (Holder, 2005) . It has the potential to provide improved localisation of the epileptogenic zone, as seizure activity changes local impedance in two differing ways. These two mechanisms are: 1) "Slow" impedance changes. In epilepsy, slow changes of magnitude up to 12% were detected over 10 s after seizure onset in animal models using epicortical electrodes (Wang et al., 2017 ) (Elazar et al., 1966) (Adey et al., 1962) (Van Harreveld and Schade, 1962) and have been imaged with EIT with a ring of electrodes placed on the exposed cortex of a rabbit (Rao et al., 1997) . These changes are caused by cell swelling and resultant shrinkage of extracellular space during seizures (Lux et al., 1985) . This is consequent to changes in extracellular potassium ions and water due to intense depolarisation in the area (Niermann et al., 2001) . 2) "Fast" impedance changes. Recent work on animals has demonstrated the feasibility of detecting fast impedance decreases of magnitude up to 1% in chemically induced seizures in cortex only using EIT with epicortical electrode arrays in rats (Vongerichten et al., 2016) (Andrew and MacVicar, 1994) . These "fast changes" are due to the opening of ion channels during synchronised neuronal depolarisation (Oh et al., 2011) (Klivington and Galambos, 1967) . Unfortunately, both types of changes have not yet been successfully imaged by EIT with scalp EEG electrodes: in epileptic patients the expected signal was masked by movement artefacts during seizures, thus the SNR was too low for imaging (Fabrizi et al., 2006) .
Current levels used for EIT meet safety criteria specified in the International Electrotechnical Commission (IEC 60601-1, 2005 ) and the British Standard Institute (BS5724, 1979) . Typically, currents of 50 µA at 1.7 kHz are employed in intracranial EIT with epicortical electrodes for imaging of epileptic spikes (Vongerichten et al., 2016) . As the electrode diameter was 1.1 mm, this corresponds to a current density near the electrodes of c. 6.03 A/m 2 , which rapidly falls off away from the electrodes. Studies indicate current densities up to 250 A/m 2 may be safely injected via intracranial electrodes with no apparent pathological effect on the neural tissue (McCreery et al., 1990) . Such current levels have no discernible effect on cortical evoked responses .
In this simulation study, similar currents of 50 μA were used.
The motivation for this work was the idea that EIT could be used with existing intracranial electrodes placed for SEEG. EIT could be used as a complementary tool to the existing EEG recording equipment on the clinical ward, with no additional risks for the patient. EIT is not sensitive to dipole orientation and could potentially provide better resolution compared to existing clinical methods. However, if only depth electrodes are used, the injected current might be too localised, and hence, the real onset may be missed. We therefore also evaluated the advantages of the concurrent use of scalp electrodes to improve coverage. If successful, the method could reduce the number of depth probes implanted.
Potential applications for EIT in epilepsy clinics could be lateralising the onset, such as mesial temporal lobe onset in patients with bilateral hippocampal abnormalities or differentiating the lobe in patients with fronto-temporal onset in scalp EEG. EIT could aid the localisation of the onset in situations where scalp EEG can be misleading, such as in patients with a previous resection. Finally, identifying the onset in multifocal abnormalities or imaging interictal discharges and their propagation could be a useful tool in clinics.
Purpose
The purpose of this work was to determine if EIT could offer improved accuracy in localising the seizure onset zone in human subjects with epilepsy that had intracranial electrodes implanted for onset detection. This was examined in computer simulation for both fast and slow impedance changes known to occur during seizures. Specific questions to be addressed were: 1) Which electrode arrangement gives the best seizure onset localisation? Three combinations were assessed: i) intracranial depth electrodes only ii) intracranial electrodes and 32 scalp electrodes iii) a reduced selection of available depth and scalp electrodes with enhanced sensitivity for a defined region of interest. 2) Does the best of these three methods give improved seizure onset detection compared to the current intracranial method with visual inspection of SEEG voltages or EEG inverse source localisation?
Experimental design
Patient-specific detailed Finite Element Method (FEM) head models were created from combined T1-weighted MRI and high-resolution CT scans for three epilepsy patients (Jehl et al., 2016) . The three epilepsy cases considered had 7-12 depth electrodes. Realistic conductivities of head tissues obtained from published literature were used (Malone et al., 2014 ) (Romsauerova et al., 2006) (Horesh, 2006) . Conductivity changes imitating seizure onset were inserted into each mesh. These were spheres, 5 mm in diameter, with À1% or þ10% conductivity changes, representing the "fast" and "slow" impedance changes during seizures respectively (Vongerichten et al., 2016) (Rao et al., 1997) (Elazar et al., 1966) . At least 90% of their elements were in grey matter with the rest being in the white matter that is representative of the real onset zones (Concha et al., 2009) . The size of the perturbations was chosen as a trade-off between tissue volume, which would realistically proceed to a resective surgery, and offering a more stringent test of the method than perturbations used in previous brain EIT studies. This diameter represents the smallest tissue volume, which would be considered for resection, and involves the destruction of the minimum anatomy important in the pathophysiology during epilepsy surgery. The FEM meshes were used in the forward calculation, while coarser meshes were used for image reconstruction. Images were reconstructed using zeroth order Tikhonov regularisation with noise-based image post-processing . The regularisation hyper parameter was chosen automatically using leave-one-out cross-validation for each reconstruction (for software details see Appendix B).
Three different EIT configurations were simulated: clinically implanted depth electrodes only (Depth Only), a mixture of depth and scalp electrodes (Depth þ Scalp) and reduced number of depth and scalp electrodes (ROI-focused). The validity of each EIT protocol was assessed by the location and shape errors of reconstructed conductivity changes in a simulation study.
The EIT results were compared to those obtained using EEG. To investigate the dependence upon the source orientation, in each location, seizure sources were modelled as current dipoles, which were rotated through 190 different solid angles to cover 360⁰ range. The magnitude of the simulated sources was set such that a voltage of 2 mV was produced at an electrode 6 mm away, as this is a typical value encountered in clinical practice (Hufnagel et al., 2000) . The source detection was evaluated in two different ways. The first was to simulate visual detection of a spike as undertaken by clinicians. A 250 μV threshold was set based on an assumption of 100 μV peak-to-peak background noise, equivalent to a significance of p < 0.01, as a reasonable approximation for acceptance visual recognition of a spike against the background signal (Alarcon, 1996) . Secondly, image metrics were calculated for EEG source modelling. In this model, the same meshes, conductivities and stabilisation methods were used to calculate lead-field matrices and for image reconstruction in the EEG inverse source modelling.
Materials and methods
Epilepsy cases, mesh creation and seizure onset simulations
The study was based on the datasets obtained from three epileptic patients suffering from prolonged pharmacoresistant focal epilepsy. All patients underwent the procedure of depth electrodes implantation, which was followed by seizure monitoring over days at the Telemetry Ward at the National Hospital for Neurology and Neurosurgery (NHNN), London. In all three cases presented, findings from scalp EEG telemetry suggested frontotemporal epilepsy. There were 7, 11, and 12 depth electrodes implanted, with 48, 82, and 71 recording contacts in total respectively for cases one to three (Fig. 1) . Although in each case the onset zone was clearly recognised during telemetry, none of the patients proceeded with the resective surgery, due to a possibility of acquiring significant neuropsychological deficits.
Realistic head meshes were segmented from joint T1-weighted MRI and CT scans using open source software (Seg3D, http://www.seg3d. org/, 2015, MIPAV, http://mipav.cit.nih.gov/, 2015, CGAL http:// www.cgal.org/, 2015, MedInria https://med.inria.fr/, 2015). The segmentation included seven layers: SEEG contacts, grey and white matter, CSF, skull, air and scalp tissues. The segmentation method implemented was adapted from creating meshes in stroke EIT (Jehl et al., 2016) . All meshes contained 0.7 mm size elements, which were refined to 0.3 mm in the vicinity of the electrodes . The resulting meshes comprised 8.9, 9.1, and 9.6 million tetrahedral elements for patients 1 to 3 respectively (Fig. 1) . The realistic geometry of depth electrodes was modelled from CT scans. Each electrode contact was 2.4 mm long and 1.1 mm in diameter (Ad-Tech, Spencer Probe depth electrodes). Additional 1 cm diameter scalp electrodes were simulated in two electrode protocols; their location was according to the modified International 10-10 EEG System (Oostenveld and Praamstra, 2001) . For the reconstructions, hexahedral meshes with 5 mm elements were created which resulted in 39 000, 36 104, and 35 529 elements for patient 1, 2, and 3 respectively.
For EIT simulations, ten seizure onset perturbations were tested ( Fig. 1 ): five were located within a volume enclosed by the SEEG contacts (Ipsilateral Group) and the other five placed in the opposite hemisphere, outside the enclosed volume (Contralateral Group). An additional group (Mixed Group) consisted of five perturbations preselected from both groups, Ipsi-and Contralateral. The Mixed Group was proposed to assess the protocol with the reduced number of electrodes (ROI-focused). All perturbations in this group were placed in a line between the current injecting electrodes (depth and scalp).
For EEG modelling, the source was defined as a dipole field generator oriented in the angle most radial with respect to the closest electrode i.e. optimally for source detection.
Protocols and electrode combinations
Three current injection protocols were tested for EIT simulations. Current injection electrodes were chosen such that the distance between electrodes was maximised, while acquiring the maximum number of independent measurements (Malone et al., 2014) . Measurements on all electrodes were taken with respect to a single reference electrode placed in white matter, the same as used for clinical recordings. Across recordings, all available depth contacts were used. These comprised 7 to 12 SEEG electrodes with 48-82 contacts, and 32 additional scalp electrodes, placed according to the 10-10 International System (Oostenveld and Praamstra, 2001) .
Protocol 1 ('depth only'): comprised all depth electrodes, which recorded with respect to a reference depth contact used for the SEEG recordings in the clinic. The set combined 48, 82 or 71 contacts, depending on the mesh. There were 47 independent current injections giving 2070 measured voltages, 81 giving 6320, and 70 injections yielding 4692 measurements for cases 1, 2, and 3, respectively. 50 µA at 10 kHz was injected.
Protocol 2 ('depth and scalp'): included all depth electrodes and additional 32 scalp electrodes. The forward solution was superimposed on the results from Depth Only protocol, to reduce the processing time. Both sensitivity matrices combined for image reconstruction. There were 31 additional injections between scalp electrodes resulting in 2418, 3472, and 3131 measurement lines, for subjects 1, 2, and 3, respectively. 250 μA current was injected between scalp electrodes.
Protocol 3 ('ROI-focused') had a reduced number of current injection sites: three contacts on a single depth electrode (the top, middle and the bottom contact) and less than 10 scalp electrodes on the opposite side of the head, giving up to a maximum total of twelve electrodes. The scalp electrodes were chosen to maximise the current density in perturbation regions. The measurements were made with all available SEEG electrodes. Here, there were 1560, 1680 and 2020 measured voltages for the cases 1, 2, and 3, respectively. The current level was 50 μA. This protocol was used to test, whether a considerably reduced number of injections can still provide useful information on a potential onset, when maximum current density was focused only on a preselected area.
EEG source modelling: all available depth probes and additional 32 scalp electrodes were used in the simulations.
EIT voltage simulations and image reconstruction
The conductivities were set to: 0.3 S/m for the grey matter, 0.15 S/m for the white matter, 1.79 S/m for the CSF, 0.018 S/m for the skull, 0.44 S/m for the scalp tissues, and 0.0001 S/m for air as specified in the literature for frequencies around 10 kHz (Malone et al., 2014) (Romsauerova et al., 2006) (Horesh, 2006) . The conductivity changes inside the seizure onset perturbations were set to 0.003 S/m and 0.03 S/m equivalent to 1% and 10% for the fast and slow impedance changes. The forward solution was calculated using PEITS on the fine tetrahedral meshes . Reconstruction was performed on hexahedral meshes with zeroth order Tikhonov and noise-based image post-processing . The realistic additive noise of zero mean and a standard deviation of 1 μV was added to all simulated voltage changes, which matched the noise in animal experiments with intracranial electrodes (Avery et al., 2017) (Vongerichten et al., 2016) , resulting in a mean SNR of 22 for 10% changes and 5 for 1% changes.
EEG source detection
EEG source imaging was accomplished using the same realistic head meshes and conductivity properties of elements as for EIT simulations. The forward lead-field matrix was calculated using the adjoint field theorem and electrical reciprocity principle (Vallaghe et al., 2009 ) on the tetrahedral head mesh created for all patients. To generate realistic sources, single dipoles were placed in the same 10 locations as the perturbations in the EIT study. The dipoles were represented as spherical perturbations with the same dimensions as for EIT. The elements within the perturbation were assigned a constant current density vector computed on the basis of the detection criterion described by Hufnagel et al. (2000) , while the rest of the Fig. 2 . An example of a single perturbation reconstruction; simulations of 1% and 10% impedance changes in both hemispheres for all three protocols tested. The Ipsilateral Group represents perturbations located within SEEG electrodes coverage, the Contralateral Group is in the opposite hemisphere. Each reconstruction is shown in four sections: a front view of a whole mesh with SEEG electrodes and sagittal, coronal, and axial planes. The 'Real location' shows the actual placement of the perturbation (yellow sphere) with respect to the SEEG contacts (black dotted lines). The reconstructed change is presented as a change at 75% threshold of maximum conductivity in the mesh. The scale corresponds to the impedance increase (red) and decrease (blue) in conductivity change (%, t-score based noise correction). It may be seen that the perturbation was reconstructed accurately in all cases for the Depth þ Scalp protocol and only for the Ipsilateral Group 10% case for the Depth Only protocol. In case of the ROI-focused protocol, reconstructions were only accurate within close proximity to recording contacts.
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elements were assigned 0 current density vectors. The voltages were generated on each electrode by multiplication of the lead-field matrix by the resulting current density vector and adding Gaussian random noise with the same parameters as in the EIT case. The source with the most radial (the max angle, the highest detected voltage) and the most tangential (the min angle, the lowest detected voltage) orientation were reconstructed into images. These were produced by first computing the inverse source problem solution, then using the resulting electrode voltages combined the lead-field matrix obtained by projection of the forward tetrahedral lead-field matrix into the same hexahedral mesh as used for EIT. Inversion was performed using linear zeroth order Tikhonov regularisation (Grech et al., 2008) , resulting in the current density vector distribution within the entire hexahedral domain. The current density vectors were then weighted using the same noise based t-scoring approach as for EIT for a consistent comparison. Finally, the magnitude of the resulting vectors was used for image display.
Image quality assessment
The quality of the reconstructed images was evaluated using two metrics: localisation and shape errors (Jehl et al., 2015) (Malone et al., 2014) . The localisation error was defined in millimetres, as the ratio between the distances of the centre of mass of the reconstructed perturbation (at the maximum conductivity change) from the actual location of the perturbation placed within a head mesh. The shape error was defined as the mean of the difference in each axis of the reconstructed perturbation to the perturbation's actual width, expressed as a percentage of the mesh's dimensions. In this case, the reconstructed perturbation contained all voxels with at least 75% (significance defined as 1 standard deviation for 1 degree of freedom Student's t-distribution) of the maximum conductivity change. The average localisation and shape errors were calculated for each of the EIT protocols separately for perturbations from Ipsilateral and Contralateral Groups, and for the EEG sources with the best and the worst source orientation.
The difference between the localisation error for Depth Only and Depth þ Scalp protocols in EIT, and Depth þ Scalp and EEG source detection were compared with a two-sided t-test, p-value <0.05 or p < 0.01.
To simulate the clinical procedure of visual inspection for a spike, the generated voltage amplitude for the max and the min angle of a dipole source were found for each location. This was done to ascertain if the generated voltage was large enough to exceed the 250 μV detection threshold on the closest SEEG contact. In order to compare these results with EIT images, an arbitrary clinically acceptable accuracy was set as shape and localisation errors of <10% and 10 mm respectively. The comparison was only made with Depth þ Scalp Protocol, as this gave the best results of EIT.
Results
The Depth and Scalp EIT protocol resulted in better accuracy for both 1% and 10% impedance changes (Fig. 2 and Fig. 3 ). For a 1% impedance change, the localisation errors were improved from 26.5 AE 26.8 mm to 5.2 AE 1.8 mm (p < 0.05) for the Ipsilateral Group and from 83.1 AE 22.9 mm to 29.6 AE 38.7 mm (p < 0.01) for the Contralateral Group, for the Depth Only and Depth þ Scalp protocols respectively. Similarly, for a 10% impedance change, the localisation errors were 66.1 AE 37.2 mm and 26.1 AE 36.2 mm in the Contralateral Group (p < 0.05). For a 10% ipsilateral change, both protocols resulted in localisation errors of 4.3AE0 mm. The accuracy of the ROI-focused protocol was severely affected by artefacts (observed especially in the first mesh), which impeded the satisfactory localisation of the seizure onset. There was no significant difference in the shape errors between the Depth Only and Depth þ Scalp protocols (Fig. 3) .
EEG inverse source modelling resulted in worse localisation accuracy Fig. 2. (continued) .
A. Witkowska-Wrobel et al. NeuroImage 173 (2018) 311-321 than EIT Depth þ Scalp. Localisation errors were 46.2 AE 25.8 mm (Ipsilateral Group) and 54.0 AE 26.2 mm (Contralateral Group) for the max angle, which was significantly worse than with the EIT Depth þ Scalp protocol (p < 0.01 for Ipsilateral Group, p < 0.05 for Contralateral Group), although the EEG shape error was improved in the Contralateral Group when compared with EIT (p < 0.01) (Fig. 3) . The quality of the reconstructed images was considerably better for the max angle as opposed to the min angle reconstructions (Fig. 4) ; however, it was qualitatively a larger reconstructed region than with EIT. With visual spike recognition, 8 out of 15 ipsilateral, and zero contralateral sources generated a field above the detection threshold (Fig. 5) . In general, sources closer than 11 mm to a contact produced voltages greater than the arbitrary threshold of 250 μV and spike amplitude varied with the distance from the recording contact (Fig. 6) . In contrast, the EIT Depth þ Scalp protocol detected 15/15 for both 1 and 10% changes ipsilateral, and 8/15, 9/15 contralateral respectively (Fig. 5, top and bottom row, middle and right columns). Spikes were detected up to a maximum distance of 27 mm with EIT.
Discussion
Summary of results
This study demonstrates the feasibility of imaging 1% and 10% conductivity changes with EIT and depth electrodes in computer simulations. EIT resulted in better accuracy than either SEEG spike detection or EEG inverse source modelling and the accuracy of detecting distant and fast impedance changes was further improved when scalp electrodes were added to the protocol.
Technical issues
The overall computation of the reconstruction procedures for~9 million tetrahedral-and~35 000 hexahedral-element meshes involved 6000 lines of protocol and took up to 240 h of CPU time for a single patient with the Jacobian matrix taking up to~500 GB of memory when all depth and scalp electrodes were used. This might raise difficulties in the proposed application of EIT for telemetry and continuous monitoring. However, for each patient, the described method requires only a single time-consuming computation of the forward problem and inverse Jacobian for a given geometry and measurement protocol. It is therefore feasible for prolonged recordings on the ward, as the necessary scaling of the calculations for long-term monitoring is only a matter of simple offline signal processing. Moreover, the time and memory requirements could be reduced by lowering the number of SEEG/EEG contacts for EIT protocol and/or applying coarser meshes, although such modifications would affect the sensitivity of the method. Future work on protocol optimisation in EIT to investigate the minimum required number and locations of depth electrodes for accurate EIT images is in progress. Fig. 3 . A comparison of the localisation and shape errors with EIT and with EEG source modelling for all the protocols tested in three meshes for fast (1%) and slow (10%) conductivity changes. The Ipsilateral Group represents perturbations placed within the coverage of SEEG electrodes, the Contralateral Group is in the opposite hemisphere, and the Mixed Group is formed from both groups, selected for the ROI-focused protocol. EEG source presents the max angle orientation of the source. Overall, the Depth þ Scalp protocol improved the localisation error significantly when compared with the Depth Only protocol (t-test, two-sided, n ¼ 15 in each group, details see in Appendix A). For EEG modelling, localisation errors were significantly larger for both groups, Ipsi-and Contralateral, when compared with the EIT Protocol Depth þ Scalp. Shape error was improved in the Contralateral Group in EEG.
Which electrode arrangement gives the best seizure onset localisation?
Three arrangements of electrodes were tested in this study. Among them, the one utilising all depth probes and additional 32 scalp electrodes resulted in the most accurate localisation of the seizure onset.
In clinical practice, it may not always be possible to apply this number of scalp electrodes in a broad 10-20 montage, as there is a potential risk of infection if scalp electrodes were to be located in very close proximity to the craniotomy and burr holes for depth electrodes. Infections are the second main cause of SEEG complications, although they were reported Fig. 4 . An example of EEG source reconstructions of a single source from the Ipsilateral Group (top panel) and Contralateral Group (bottom panel). For each group, two examples are presented, the reconstruction of the highest voltages detected (the max angle) and the lowest voltages detected (the min angle). Each reconstruction is shown in four sections: a front view of a whole mesh with SEEG electrodes and sagittal, coronal, and axial planes. The 'Real location' shows the actual placement of the perturbation (yellow sphere) with respect to the SEEG contacts (black dotted lines). The reconstructed change is visualised as a change at a 75% threshold of maximum conductivity in the mesh. The scale corresponds to the increase (red) and decrease (blue) in the source signal (source as corrected current density, t-score based noise correction). A. Witkowska-Wrobel et al. NeuroImage 173 (2018) 311-321 in only 0.8% of patients undergoing depth electrodes implantation and were well controlled with antibiotics (Mullin et al., 2016) . Furthermore, it has not been thoroughly investigated, whether scalp electrodes could affect the risk of infection in clinics. Applying a limited number of scalp electrodes during intracranial monitoring is not a standard clinical procedure but it is sometimes proposed to improve the diagnostic yield. It seems likely that applying scalp electrodes should pose a negligible risk, if scrupulous aseptic technique is used. Ideally, they should be placed during the same operation as the depth electrodes and with a margin of >2 cm from any surgical site. Although these constraints may somewhat reduce the accuracy of the EIT Depth þ Scalp protocol described in this study, the use of as many scalp electrodes as possible in safe locations, appears to be a valid recommendation for any future clinical studies.
Does the best of these three methods give improved seizure onset detection compared to the current intracranial method?
The localisation accuracy was significantly better with the best EIT protocol than with EEG inverse source modelling in the presented models. Also, by its nature EIT was not sensitive to the dipole orientation, whereas EEG detection varied with the field angle and was severely compromised in sub-optimal dipole orientations.
In the presented models, EIT detected the 10%-conductivity-change sources overall better than EEG modelling (Fig. 6 ). Sources placed within 5 mm distance from the electrodes were reconstructed accurately in both EEG inverse source and EIT (Fig. 6, left half) . When the distance between the perturbation and the nearest recording electrode was extended above 11 mm, the recorded voltage dropped below the EEG detection threshold (Fig. 6, right side) . Consequently, the inverse source modelling could not accurately locate the source in these instances, while EIT was able to provide reconstructions with an accuracy of 4.3 mm.
Imaging the slow 10% impedance changes presented here is likely to be of less clinical impact, as these changes are likely representative of the propagation of the seizure and could be detected through other methods such as EEG-fMRI or SPECT. Nevertheless, this might still be of value in locating the seizure onset zone. Future work should focus on detection of the fast, 1% changes, as they have the highest clinical utility, and are the most challenging to detect with existing methods due to their low SNR and short time course.
There are several further considerations when reconstructing seizurerelated changes with EIT. The inverse problem in EIT is ill-posed and illconditioned; therefore, it is crucial to minimise modelling errors in the forward problem. In this modelling study, the component head tissues were treated as isotropic and homogenous. This appeared to be reasonably valid in this study, as the brains of the patients showed no observable abnormalities in neuroimaging. In some cases of epilepsy, there could be a local pathology which could influence local tissue impedance. In such cases, the assumption of homogenous conductivity values across the brain tissues should be modified. Such lesions, though, could be visualised in MRI prior to the SEEG implantation and built into the mesh as a separate layer with a different conductivity value. The same procedure can be applied to various post-operative tissue abnormalities following the implantation of electrodes such as haemorrhages, infarcts, oedemas, etc., which can be easily visualised in post-operative CT imaging (Schmidt et al., 2016) . Furthermore, it was recently reported by Koessler et al. (2017) that non-lesional epileptogenic zones can have different conductivity values than the surrounding healthy tissue. Even in such cases, time-difference EIT minimises the impact of such aberrant impedances, as modelling errors are attenuated when the difference between two time points is taken (Holder, 2005) and hence, it may still be possible to achieve acceptable source localisation.
Finally, it is important to note that this study represents only a subset of cases, and therefore it is limited to unilateral intracranial electrode coverage. However, it will be beneficial to extend the method to study cases with bilateral electrode placement, as it may offer some insight into seizure progression from deep onset to cortical regions.
Conclusions
The feasibility of a new method of combining Electrical Impedance Tomography with depth electrodes implanted for clinical monitoring prior to resective surgery in epilepsy was tested in computer simulations. EIT improved the onset localisation accuracy compared to EEG inverse source modelling and was sensitive to sources not visible with visual spike detection. Future work should focus on detecting fast changes, as these are crucial for the clinical utility of EIT, while slow changes are more likely to be imaged by other methods. Investigating regional limitations to particular cortical or subcortical areas would be similarly Fig. 6 . Detection accuracy with three methods: the model of clinical spike detection (top, SEEG on respective contacts presented as horizontal lines), the reconstruction with the EEG inverse source (the source as corrected current density, tscore based noise correction) and the best protocol for EIT (Depth þ Scalp protocol, described as conductivity change in %, tscore based noise correction) (bottom). The real location of the source is shown as a yellow sphere. Visual detection of a dipole spike shows that sources close to the contact (~7 mm distance, left panel) produced spikes above the threshold (the highest amplitude was~1.5 mV) and the spike amplitude changes with respect to the distance and orientation. A more distant source still within SEEG coverage (~18 mm distance, right panel) produced a significantly lower voltage (~16 μV) on the closest SEEG contact, below the detection threshold of 250 μV. In this case, the perturbation was not successfully localised with inverse source modelling but was located within 5 mm using EIT.
beneficial for the development of the method. Furthermore, a rigorous investigation of the relation between the number of depth electrodes and the accuracy of source localisation would demonstrate if EIT has the potential to reduce the number of SEEG electrodes implanted in the future.
The presented results suggest that EIT could aid epilepsy diagnosis when combined with existing methods. Most importantly, EIT could assist in clarifying the location of a seizure onset, if other methods, such as extracranial and intracranial localisation and imaging data, remain unclear. Hence, a combination of EIT and EEG could improve the diagnostic yield and help in better understanding epilepsy, with no additional costs or risks for patients.
